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Abstract
In this chapter, the development of a point-of-care device for bio-medical applications
has been discussed. Our main objective is to research new electronic solutions for the
detection, quantification, and monitoring of important biological agents in medical
environments. The proposed systems and technologies rely on label-free disposable
sensors, with portable electronics for user-friendly, low-cost solutions for medical
disease diagnosis, monitoring, and treatment. In this chapter, we will focus on a
specific point-of-care device for cellular analysis, applied to the case of anemia
detection and monitoring. The methodology used for anemia monitoring is based on
hematocrit measurement directly from whole blood samples by means of impedance
analysis. The designed device is based on straightforward electronic standards for low
power consumption and low-cost disposable sensor for low volume samples,
resulting in a robust and low power consumption device for portable monitoring
purposes of anemia. The device has been validated through different whole blood
samples to prove the response, effectiveness, and robustness to detect anemia.
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1. Introduction
The integration of medical and electronic technologies allows the development of biomedical
devices able to diagnose and/or treat pathologies by detecting, quantifying, and monitoring
cellular species in different conductive media. In this chapter, the main attention is focused on
the development of instrumentation electronics and sensing systems as well as design
protocols for point-of-care (PoC) devices for cellular detection and monitoring, relying on
straightforward standards for economic, low power consumption, versatile, safe, and reliable
devices.
Several studies have reported that cellular detection, quantification, and monitoring can be
accurately monitored by means of its biological electrical impedance (BioZ) [1-10] in different
environments, in vivo or ex vivo experiences. One example of such work is the paper presented
by Pop et al. (2013) [2], where blood hematocrit (HCT) was continuously in vivo monitored in
the human right atrium by a dedicated central venous catheter equipped with an impedance
measuring device. Pradhan et al. (2012) [5] studied ex vivo the electrical properties of blood
and its constituents using impedance spectroscopy (IS) and three-electrode sensors. Ramasw‐
amy et al. (2013) [6] performed a blood coagulation test based on a custom microfluidic device
and the electrical impedance detection of whole blood samples. Li et al. (2012) [8] monitored
Legionella serogroups in clinical and environmental samples by means of IS. Dweik et al. (2012)
[9] demonstrated the detection of E. coli where bacterial presence was rapidly detected by
measuring the antibody-antigen bonding by impedance analysis between 100 Hz and 10 MHz.
Also, in the work developed by Grossi et al. (2010) [10], the quantity of bacteria during a culture
process was detected by impedance measured at 200 Hz sinusoidal with a 100 mV peak-to-
peak signal. Furthermore, other studies have reported the detection of cell-derived micropar‐
ticles [11] and insulin in blood serum [12] based on an IS technique.
1.1. Biological electrical impedance
Dilute cellular sample suspensions can be described as a network of electrical passive com‐
ponents. The BioZ, identical to the definition from the Ohm’s law [13], is defined as the
response of applying an electrical stimulus to a biological material through a sensing system
and measuring its electrical response. The electrical response is frequency dependant, and
depending on the samples under examination and the sensing system, there are different
frequency working ranges where an appropriate electric response can be found, so a frequency
sweep is needed to evaluate the electrical response of the whole designed system (biological
sample along with the sensing system). There are different sensing electrodes topologies to be
considered depending on the number of electrodes used. Typical cellular electrical model for
dilute cell suspensions can be described as network of electrical components [14] (Figure 1).
Injected current can flow through external media (RE resistance) or through the cell across the
membrane (RM CM) and the intracellular medium (RI resistance). Considering that RM
resistance is nearly negligible, a simplified model is considered.
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Figure 1. Cellular electrical model. Sensing system based on 3 electrodes and 4 electrodes approach.
A two-electrode topology is defined by the working electrode (WE), where the sample is placed
and the electrical signal is applied, in addition to the auxiliary electrode (AE), which tracks the
solution potential and supplies the current required for experience. This topology brings some
kind of problematic behavior by the AE polarization effects causing a distortion of the applied
electrical signal. The three-electrode configuration is defined as follows: the working electrode
(WE), where the object is under investigation, the reference electrode (RE), which tracks the
electric signal, and the counter or auxiliary electrode (CE), which supplies the required current.
This topology avoids the distortion of the applied electrical signal.
Finally, the fourelectrode configuration avoids the measurement distortion due to the WE
impedance polarization, as in the threeelectrode topology, the electric signal is directly applied
where the single-ended voltage measurement signal is read. The fourelectrode topology is
composed of two current-injection electrodes and two voltage-reading electrodes avoiding the
electrode polarization distortion in impedance measurement due to a complete differential
voltage measurement [15].
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BioZ technique allows the use of different sensing topologies and systems, making possible
the integration of such electrodes in a great variety of devices and environments, such as
biosensors and microfluidic devices for increased functionality and performance. Moreover,
the simplicity of the technique implementation makes it possible to accomplish the experience
objectives with very simple sensing systems. Hernández et al. (2011) [4] obtained the electric
impedance spectrum of human blood using reactive strips of the Bayer’s portable glucometer.
The electronics involved in customized PoC devices are implemented as a front-end electronics
depending on the sensing topology, and a back-end user interface for data processing and user
interface. As a general standard, the whole PoC device can be described in a general outline
as it is depicted in Figure 2.
Figure 2. PoC device schematic development view.
2. Point-of-care device electronics design
2.1. Front-end electronics depending on the sensing topology
As it has been stated before, there are different electrodes topologies for the sensing system
implementation, depending on the system and applications requirements. Different configu‐
rations must be designed for the front-end electronics architecture depending on the sensing
topology.
In case of a three-electrode sensing topology, the potentiostat is the key electronic component
for this sensing configuration, which is the interface between the biological elements and the
instrumentation electronics. The potentiostat can be implemented in different ways, especially
in terms of electrodes current, which can be designed as an instrumentation amplifier current
readout stage or a transimpedance amplifier readout stage [16].
In figure 3A,  a  simple potentiostat  with an instrumentation amplifier  readout  stage has
been shown. It consists of an operational amplifier (OA), which tracks the input signal (VIN)
on to electrodes, and an instrumentation amplifier (IA) that senses the current through the
electrodes.
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Figure 3. Cellular model, sensing system, and front-end electronics. A: 3-electrode cofiguration. B: 4-electrode configu‐
ration.
The current readout electronics consists of the direct conversion of the current through the
biological species (ICELL) into a voltage signal by means of a resistor (RSENSE), where an instru‐
mentation amplifier measures the voltage difference. The current through resistor (RSENSE) is
equal to the current through the biological species (ICELL), and the voltage between RE and WE
is steady due to the direct connection of WE to ground reference. Instrumentation amplifier’s
gain has been set to 1 to optimize the amplifier’s total harmonic distortion.
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In case of a four-electrode configuration, a voltage-to-current converter is implemented. In
Figure 3B, the voltage-to-current converter is a modified Howland cell based on operational
amplifiers (OA1 and OA2), which must guarantee a wide bandwidth and a high slew-rate
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while maintaining a low spectral noise and a low offset performance. The Howland cell uses
RSET and the input signal (VIN) amplitude to define a stable current signal (IOUT) at the output
of the circuit regardless of the connected load related to the biological species.
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The differential voltage between ER1 and ER2 electrodes is acquired by means of the instru‐
mentation amplifier (IA). The measured voltage (signal VIS) is related to the differential voltage
between the reading electrodes (ER1 and ER2), G being the instrumentation amplifier gain.
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2.2. Back-end electronics for data post-processing and user interface
The sensing topology and front-end electronics chosen for the implementation of the PoC
device outputs a voltage signal related to the biological impedance, which is of complex
magnitude. The purpose of the back-end electronics, independent of the front-end electronics
and sensing system, is to supply the proper voltage signal to bias the instrumentation elec‐
tronics, depending on the biological sample, sensor, and experimental setup; process the
output data; and present a proper user interface.
Taking into account these considerations, the first approach based on impedance spectroscopy
(IS) is a versatile solution in different topics and environments. Two different approaches can
be considered for the IS method; the Fast Fourier Transform (FFT) [17] method and the
Frequency Response Analyzer (FRA) [18]. In the FFT method, a pulse is applied, ideally a Dirac
delta function, to the sample and considering that it contains a wide frequency content, the
response provides a full spectrum data of the analyzed sample impedance. The front-end
electronics response is analyzed with an FFT algorithm in order to extract the frequency
components of the impedance spectra [17]. This method is a simple and fast solution for the
IS, but there are several drawbacks in the implementation. It is very difficult to generate a fast
step function and a very fast electronic instrumentation capable of driving this step on the
electrodes and extracting the resulting signal, producing a distortion in the measurement.
Moreover, the important impedance information is contained in a short period of time after
the step is applied; so, in addition to a very fast electronic instrumentation, a very fast analog-
to-digital converter (ADC) with a high-precision bit resolution is also required, resulting in a
high-speed hardware and heavy algorithm implementation device. Considering the PoC
characteristics of the device, the FRA approach is a simpler and more efficient solution based
on a lock-in amplifier (LIA). This method is much slower, as every frequency component is
analyzed separately, to obtain the Bode plot of the measured impedance. The FRA solution is
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a good solution in terms of the trade-off between speed and complexity, particularly if not too
low frequencies need to be measured, as it actually happens on biological cellular samples [3,
5, 19, 20]. Moreover, the implementation of a LIA is useful to reject undesirable harmonics and
noise interferences [21-23], which are predominant on biological environments, such as
bacteria culture, saline solution buffers, blood plasma, etc.
Complete back-end electronics have been designed to perform the FRA solution based on a
real-time mathematical processing digital lock-in amplifier (DLIA) embedded on a real-time
platform sbRIO 9632 (National Instruments, Austin, TX, USA), which has been used for fast
software prototype development and versatility. To perform the FRA analysis based on a
DLIA, the biasing signal of the front-end electronics (VIN) is adopted as a reference signal to
analyze the response of the sensing system (VOUT). The sine and cosine signals are derived from
VIN, and by means of two multipliers and a filter stage, the real and imaginary components of
VOUT are obtained [16] (Figure 4). This measurement must be done for each frequency and
front-end electronics output signal to obtain the Bode plot which consists of its magnitude |
VOUT| and phase φOUT, where VREAL and VIM are the real part and imaginary part of the output
signal, respectively.
Figure 4. Lock-in software diagram. VOUT is the input signal coming from the front-end electronics, VIN is the reference
signal and VREAL, VIM, respectively, are the real and the imaginary parts of the sensing system response.
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Figure 5 depicts the back-end electronics architecture for the IA device. It is composed by the
sbRIO 9632 real-time platform that allows us to develop different back-end functionalities,
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such as an oscillator (OSC) (Figure 5) that provides the desired biasing signal (VIN) for the front-
end electronics, and the signal conditioning for dual analog-to-digital conversion of both VIN
and VOUT signals needed for the FRA approach. The oscillator is based on a signal generator
AD9833 (Analog Devices, Norwood, MA, USA) that provides a stable voltage signal with a
wide variable frequency range, 0 MHz to 12.5 MHz, which is controlled by a serial peripheral
interface (SPI) communication protocol. The signal conditioning consists of a 12-bit dual, low
power consuming ADC (Figure 5) known as ADC12D040 (Texas Instruments, Dallas, TX,
USA), capable of converting both analog input signals at 40 MSPS simultaneously. The analog
inputs are converted from single-ended input to differential output with a differential
amplifier (Figure 5) AD8138 (Analog Devices, Norwood, MA, USA).
Figure 5. Back-end electronics based on a real-time platform sbRIO 9632.
Finally, a software for system control, data processing, and user interface is embedded on the
real-time platform, which offers several functionalities.
First of all, it provides steady clock signals as needed that can be automatically real-time
adjusted, allowing complete parallel signal acquisition for all the frequency ranges and more
precise control of the oscillator, enabling the development of a signal generator automatic
frequency sweep for an automated and complete FRA.
Furthermore, some functionalities on the front-end electronics, like RSENSE or RSET multiplexed
auto-scale, are basic features for a precise FRA method and can be implemented by means of
additional digital control as it is depicted in Figure 5 (front-end control signals). The real-time
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platform allows the system configuration and data display, with a user-friendly front-end user
panel using Labview (National Instruments, Austin, TX, USA), by means of an external
computer connected to the platform with a standard Ethernet connection.
2.3. Back-end electronics test
DLIA is the key component of the whole back-end electronics system, and must be capable to
extract information from highly contaminated signals provided by the sensing system, usually
electrical signals buried in noise. To estimate the signal-to-noise ratio (SNR) of the DLIA; the
parameter that quantifies the ability of the DLIA to extract information of highly contaminated
signals; a signal of 10 mV amplitude had been injected at the back-end electronics input VOUT,
as the information signal to be processed, for different frequencies ranging from 10 Hz to 100
kHz. Different noise signals representing different noise amplitude values had been added to
the information signal for two different frequencies, 50 Hz and 200 kHz.
Figure 6. System response to a resistor impedance measurement. A: 50 Hz, low-frequency noise signal. B: 200 kHz,
high-frequency noise signal.
Figure 6 shows the error and standard deviation when recovering the information from the
different noise-contaminated 10 mV electrical signal. Measurement errors are below 10% for
signal-to-noise ratio up to -45 dB, noise levels 200 times higher than the signal amplitude, which
means a great environmental noise rejection for both lower (50 Hz) and higher frequencies
(200 kHz).
2.4. Combined front-end and back-end electronics test using passive components
The complete PoC device combining both front-end instrumentation for sensing system
driving and back-end electronics for data processing and device control, have been tested using
passive components (Figure 7). The three-electrode front-end architecture, based on a poten‐
tiostat, has been selected for these studies, as three-electrode commercial sensors will be used
later. Moreover, the passive components used in the study are in the ranges of typical blood
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impedance values [4, 5, 8, 12, 24], as the PoC device will be later applied to particular blood
analysis. The operational amplifier to bias the sensor is the AD825 (Analog Devices, Norwood,
MA, USA), a dual-supply high-speed Junction Gate Field Effect Transistor (JFET) amplifier
with low leakage current and low distortion capable of high output driving. The instrumen‐
tation amplifier, AD8421 (Analog Devices, Norwood, MA, USA), is a dual-supply high-speed
instrumentation amplifier with low noise and ultralow bias current. The amplifier’s gain has
been set to 1 in order to optimize the amplifier’s total harmonic distortion. This stage has been
designed with four different multiplexed sensing resistors (RSENSE) taking into account the
expected impedance values shown in the literature between 100 Ω and 100 kΩ [4, 5, 8, 12, 24],
as was subsequently confirmed in the system validation experiments. These resistors are
automatically multiplexed with an auto-scale function controlled by the embedded software.
Figure 7. PoC impedance analysis device schematic diagram. A: Front-end electronics. B: Back-end electronics
First of all, we analyze a single resistor of different values as an electrode load in both impe‐
dance magnitude (Figure 8A) and phase (Figure 8B). Results demonstrate a great performance
and reliability with an impedance magnitude standard deviation of 1%, maximum error of
12.3% in a 100 kHz bandwidth for loads less than 10 kΩ. For loads greater than 10 kΩ, the
system performance declines with an impedance magnitude standard deviation of 3% and
maximum error of 14% and bandwidth less than 10 kHz. In terms of impedance phase, Figure
8B, the system performance shows a standard deviation of 3.7 degrees in a 10 kHz bandwidth
except for higher load values. The potentiostat topology causes a bandwidth limitation, as the
instrumentation amplifier current readout system introduces an extra load (RSENSE) on the main
amplifier feedback loop, especially when the load increases.
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Figure 8. System response for a different resistor values. A: Impedance magnitude. B: Impedance phase.
A transimpedance amplifier topology [16] may solve this problem, as the current readout
system and the sensing resistor (RSENSE) are placed outside the feedback loop of the main
amplifier. However, the generation of a voltage reference on the electrodes is based on a virtual
ground provided by the transimpedance amplifier (Figure 9B), leading to possible errors on
electrodes biasing [16].
Figure 9. Potentiostat topologies. A: Instrumentation amplifier current readout topology. B: Transimpedance amplifier
current readout topology.
Moreover, presence of stray capacitances creates a high-frequency measurement deviation
called “Hook Effect.” It is caused by leaking currents on the instrumentation [25], produc‐
ing an impedance measurement error that can be observed above the 100 kHz. This error
is frequency and load dependant, as leaking current paths through parasitic capacitances
is more conductive at high frequencies and loads. In spite of these limitations, it is not a
major drawback to the PoC device application, because the typical impedance and working
frequency values for HCT analysis found in literature are below the described limitations
[4, 5, 8, 12, 24].
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Finally, the whole PoC device has been tested adopting a parallel resistor and capacitor as a
load configuration (Table 1). Figure 10 shows the impedance magnitude and phase, in
comparison with the theoretical load behavior. Three different resistor and capacitor values
have been tested:
Resistor Value. Capacitor Value.
Test 1 597Ω 9.98nF
Test 2 994Ω 3.86nF
Test 3 9940Ω 9.98nF
Table 1. Load values.
Figure 10. System response for a different parallel resistor and capacitor values. A: Impedance magnitude. B: Impe‐
dance phase.
Results in Figure 10 show a great performance with an impedance magnitude standard
deviation of 1.5%, a mean error of 3.5% with a defined 100 kHz bandwidth.
2.5. Combined front-end and back-end electronics test using a ferrocyanide/ferricyanide
solution
Finally, the whole PoC device has been validated for different sensors topology and compared
the device measurements with a commercial equipment SP-150 (BioLogic Science Instruments,
Grenoble, France) using a ferrocyanide/ferricyanide solution, a commonly used substance on
sensor and equipment characterization [26-28].
Two different sensors have been used: a disposable commercial three screen-printed electrode
C223AT (DropSens, Llaneras, Spain); and a standard three-electrode laboratory sensor
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composed by three different probes. Figures 11A and 11B show the impedance magnitude and
phase comparison between the developed device and the commercial equipment SP-150, using
the same disposable three screen-printed electrode (C223AT).
Figure 11. Comparative results with commercial equipment SP-150. A: Commercial sensor C223AT impedance magni‐
tude. B: Commercial sensor C223AT impedance phase. C: Standard laboratory probe impedance magnitude. D: Stand‐
ard laboratory probe impedance phase.
Figures 11C and 11D show the impedance magnitude and phase comparison between the
developed device and the commercial equipment SP-150 using the same standard laboratory
three probe electrodes sensor for all the experiments. The system has a proper impedance
measurement response in the frequency operating range from 10 to 100 kHz, working within
the ranges described earlier, with an impedance magnitude standard deviation of 1% and a
maximum error of 1.5%. In terms of phase, maximum error is less than 12.1 degrees and the
electrodes electrical pole positions represented are at accurate position. A final system
characteristics summary is reported in Table 2:
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Conditions (T = 25ºC) Value
Power Consumption 24 VDC
0.35 A
Applied Voltage Signal Amplitude 10 Vrms
Frequency Working Range Load < 10 kΩ < 100 kHz
Frequency Working Range Load > 10 kΩ < 10 kHz
Magnitude Maximum Error In Frequency Working Range < 12.3%
Phase Maximum Error In Frequency Working Range < 12.1º
Lock-In Average SNR Rejected -43 dB
Table 2. System characteristics summary.
3. Point-of-care device for anemia detection using commercial disposable
sensors
3.1. Introduction to anemia
In this section, the previously reported PoC solution is studied for the detection of anemia
through whole blood HCT monitoring, using a plug-and-play low-cost disposable commercial
sensor.
Anemia is  defined by the World Health Organization (WHO) as the stage at  which the
amount of hemoglobin in blood is below a certain threshold, being considered a world‐
wide problem [29].  HCT is the proportion of blood volume occupied by red blood cells
(RBCs) and is determined by cell number and size, so HCT values below a certain reference
range may also indicate anemia or abnormal cell development. 1.62 billion people (24.8%
of the global population) are affected by anemia. The highest prevalence of anemia is in
less developed countries, such as Africa and south-east Asia (~65%), and around 20% in
developed countries, such as the Americas, Europe, and Western Pacific [30]. Severe anemia
can lead to  major  health  consequences  such as  pregnancy disorders,  poor  physical  and
cognitive development,  and increased risk of morbidity,  while less severe cases provoke
weakness, fatigue, and dizziness [30, 31]. Nutritional deficiencies, such as severe malnutri‐
tion [32], colon cancer [33], or gastrointestinal lesions [34], are the most common cause of
anemia, while other anemia originators are hematologic diseases such as sickle cell anemia
[35]  or  thalassemia [36],  cancer  treatments  (chemotherapy and radiation)  [37],  and indi‐
rect causes, such as lower erythropoietin production [38]. Also, frequent blood donations
and huge blood draws from hospitalized patients may induce anemia [39]. Non-invasive
methods are being studied and developed for anemia screening but have been demonstrat‐
ed to have lower precision and sensitivity level [40, 41].
These different factors push toward the development of PoC anemia equipment providing an
easy-to-use, reliable, and sensitive test with a short response time relying on 50 µL blood
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sample, which can be collected from capillary by standard medical procedures [42], providing
reduced disposition decision time [43] and replacing current venipuncture-based laboratory
test and improving patient satisfaction [44]. Moreover, low-volume blood samples avoid
inducing anemia or making it worse, as phlebotomy is reported to induce anemia in hospital‐
ized patients [45].
Currently, non-specific huge laboratory devices utilize IS-based applications, involving
complex experimental setups and significant expenditure of time. Furthermore, whole blood
PoC specific sensing systems also rely on complex microfluidic devices [46] entailing a low
environmental integration level to develop autonomous PoC applications [47]. Moreover, IA
measurements were performed at 10 mVRMS, to prevent undesired effects like electroporation
or irreversible electrical breakdown, which will damage RBCs membranes [48].
Figure 12. Red Blood Cell (RBC) electrical model. A: Three-electrode model for RBC sample. B: Current flow path
through different blood samples with different hematocrit.
The electrical model for dilute cell suspensions in a three-electrode sensor (Figure 12) can be
described as an electrical components network, where the close relation between HCT and
impedance at low frequencies (up to 100 kHz) has been confirmed [49]. At this frequency range,
the current ICELL flows outside the RBCs, across RE impedance. HCT increment on the sample
makes the current flow path larger between RE and WE electrodes, becoming an increment on
ZCELL impedance. According to literature, this phenomenon occurs at the 10 Hz to 100 kHz
frequency range [2, 49].
3.2. Sensor
The sensing system is a low-cost disposable commercial sensor, easy to manipulate by clinical
laboratory technicians using standard clinical laboratory tools. It works with 50 µL blood
samples, the standard volume for a whole blood drop, easily collected from capillaries [42],
and it is made of gold, an acknowledged bio-compatible material. Different commercial
sensors have been evaluated, such as AC1 sensor from BVT Technologies (Brno, Czech
Republic) or the G-AUG sensor series from Bio-Logic SAS (Claix, France), and the commercial
sensor that best meets the defined specifications is the C223AT from Dropsens (Llaneras,
Spain).
Bioimpedance Technique for Point-of-Care Devices Relying on Label-Free Disposable Label-Free Sensors…
http://dx.doi.org/10.5772/60843
303
The device has a plug-and-play sensor system inside a Faraday cage and it is connected to the
electronics with a custom-made three-wire coaxial insulated cable in order to provide an easy-
to-use setup and reliable performance. Blood samples were put on top of the sensor with an
automatic pipette (Labopette Manual 10−100 µL; Hirschmann Laborgeräte, Eberstadt, Ger‐
many).
Figure 13. Device prototype electronics: Two custom printed circuit board and a sbRIO 9632 board (National Instru‐
ments, Austin, TX, USA) inside a faraday cage. Experimental setup: disposable sensor; electronic instrumentation; ex‐
ternal computer with control and data displaying software. Whole blood samples groups and experimental procedure.
3.3. Blood samples
We used 48 whole blood samples obtained from hospitalized patients in Hospital Clínic.
However, personal data of the patients was not available to the investigators and samples were
randomly selected. Whole blood samples were obtained in 4 mL tubes containing ethylene‐
diaminetetraacetic acid (EDTA 7.2 mg; BD Vacutainer®, Madrid, Spain).
We performed a complete blood count (CBC) of the blood samples with a hematology analyzer
(Advia 2120, Siemens AG, Madrid, Spain), which reported the hemoglobin and HCT results
as g/dL and percentage (%), respectively. With this methodology, the blood sample stream is
divided into two parts, one portion is used for RBC counting and size and other portion is used
for hemoglobinometry. RBC counting and size analysis is performed by singly passing the
RBCs through a small direct current, where the temporary increase in impedance provides the
information about number and volume. HCT is calculated from the measured RBC number
and volume [50].
These 48 whole blood samples were distributed in two different groups (Figure 13). The first
one (group I), consisted of 10 samples, was used to calibrate the system, whereas the second
one (group II), composed by the other randomly collected 38 whole blood samples, was used
Biosensors - Micro and Nanoscale Applications304
to validate the whole system performance. The samples in group I have been selected to cover
the entire possible HCT range present in human blood.
3.4. Software description
A user-friendly front-end panel on a remote computer has been designed for system config‐
uration and data display. The real-time platform allows us to connect our device to a remote
computer by means of a standard Ethernet connection. The user panel, depicted in Figure 14,
has two different configurations that can be selected from a menu (A label). Each option allows
the system to perform different experiments when the start button (D label) key is pressed.
The first one is a complete impedance spectroscopy that provides the Bode diagrams for both
impedance magnitude (F label) and phase (G label), where the user could choose the number
of points per decade (C label). IA frequency ranges are fixed to the defined bandwidth on
section 3.2 and RSENSE values are auto-scaled. The second is an automatic HCT analyzer, where
the blood sample HCT is displayed with four significant numbers (B label).
Figure 14. Software front panel for system control and data displaying.
Moreover, the front panel has several displays for user control and error monitoring. The two
signals needed for the FRA analysis, reference signal (VIN in Figure 5), and measurement signal
(VOUT in Figure 5), are real-time monitored and shown on a graph (E label). Errors in electronics
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connection with the remote computer are displayed (H label) and generic Labview errors are
explained (J label).
3.5. Anemia detection device validation
3.5.1. System calibration: IA spectra analysis
The designed device was validated through IS experiences with the specified sensor described,
for each whole blood sample collected, with all the measurements performed at clinical
laboratory room temperature. First of all, we measured a complete impedance spectrum for
the group I whole blood samples.
The obtained impedance magnitude (Figure 15A) and phase (Figure 15B) Bode diagrams for
whole blood samples demonstrate that there exists a difference between measurements for
different samples in specific frequency ranges. Furthermore, these differences must be related
to whole blood HCT, as the response current ICELL flows outside the RBCs, as discussed in
previous section. When HCT is higher, the current flow path becomes larger between the RE
and WE electrodes, which represents an increment on measured ZCELL impedance. Therefore,
measured impedance differences must be defined as impedance increments related to HCT
increments. This phenomenon is present on specific frequency ranges depending on the
correlation between impedance measurement and HCT. In terms of impedance magnitude
(Figure 15C), the frequency working range is from 10 kHz to 100 kHz and for impedance phase
(Figure 15D), it is in the range from 1 kHz to 5 kHz.
The capacity of determining impedance magnitude and phase differences for different HCT
samples on a wide frequency working range gives flexibility and data redundancy to the
system device, as long as it is not single frequency response dependant, which makes simple
statistical data analysis techniques, such as linear regression, feasible, strengthening the
robustness and reliability of the device.
Hence, once we have assumed that measured impedance increments, on the defined frequency
working range, are related to blood samples HCT increment, we must determine the system’s
capacity for detection, resolution, and sensitivity. A control software, embedded on the
microprocessor from the real-time platform sbRIO 9632, has been created to instantly measure
impedance on the previously defined frequency working range, and we have studied the
sensitivity, accuracy, and coefficient of variation of the device.
3.5.2. System calibration: Automatic hematocrit detection
To determine the system accuracy, sensitivity, and coefficient of variation, the first approach
to the detection system evaluates only the impedance magnitude measurements. Although
impedance phase measurements may be related to HCT, as it is shown in Figure 15D, these
values, unlike the impedance magnitude, are strongly frequency dependant, so more complex
data analysis is needed, resulting in a more complex and slower system. To calibrate the
system, the impedance magnitude measurements of the whole blood samples from group I
will be compared with the HCT values (%) (Figure 16.). The relation of impedance magnitude
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(|Z|) mean value and whole blood samples HCT had been analyzed using linear regression
approach, where the slope (βZ) defines the sensitivity, in terms of ohms per HCT percentage
(Ω/%).
Meanwhile the HCT detection accuracy (%) is the relation between the linear regression
standard deviation and βZ. Precision can be evaluated with the coefficient of variation, that is,
the standard deviation divided by the mean value of the five repetitions measurements. In
Figure 16, the impedance magnitude for the different HCT values is depicted. The HCT
detection system has 10.46 Ω/% sensitivity and a 1.13% accuracy error with a linear correlation
of 0.987. The coefficient of variation of the system is acceptable as it is normally below 5%.
3.5.3. Whole blood hematocrit detection validation
Once the whole system has been calibrated, and we have confirmed the HCT relation with
impedance measurement, in both magnitude and phase, with the data from these previous
studies, we have implemented an automatic real-time anemia detection device that provides
instantaneous HCT measurement. An HCT (%) evaluation algorithm, based on impedance
Figure 15. Whole blood impedance magnitude and phase measurement for group I whole blood samples. A: Impe‐
dance magnitude over full frequency spectra. B: Impedance phase over full frequency spectra. C: Impedance magni‐
tude over frequency working range. D: Impedance phase over frequency working range.
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magnitude measurement, has been embedded on the microprocessor from the real-time
platform. The accuracy, precision, and repeatability of the detection device will be evaluated
using 38 whole blood samples from the validation group, described in previous section (group
II), which were randomly collected. Five repetitions have been done for each whole blood
sample, using different sensors and sub-samples, to evaluate the precision of the device. The
predicted HCT from the detection device is the mean value of the five measurements per‐
formed with each whole blood sample, and it was compared with the HCT measurement of
the CBC performed with the hematology analyzer (Advia 2120, Siemens AG, Madrid, Spain).
In Figure 17, a comparison between detected HCT and HCT calculated with a clinical hema‐
tology analyzer is shown. The proposed device presented great accuracy in detecting HCT,
with a linearity of 0.93 and an accuracy error of 1.75% with a correlation of 0.98. The coefficient
of variation has a mean value of 3.27% for the whole samples, without any particular case with
value more than 5%. In quality control procedures in clinical hematology measurements,
coefficient of variation of value less than 5% for a test is considered acceptable [50]. As a first
approach, which only contemplates impedance magnitude to a HCT analysis algorithm for
anemia detection, as previously stated, it would be interesting to develop a more complex
algorithm involving both impedance magnitude and phase on a wide frequency working
range, for more precision and better performance on detection.
3.5.4. Conclusions
A first approach to a PoC device has been designed, fabricated, and tested for instantaneous
anemia detection based on custom instrumentation electronics, electrical IA technique, and
Figure 16. Measured impedance magnitude as a function of whole blood samples HCT value (%). Calibration curve.
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disposable sensor. The system performs real-time instrumentation control, data acquisition,
and results display by means of an external computer and user-friendly software. The device
has been proved to exhibit reliable, robust, and effective results using label-free disposable
commercial sensors using 50 µL whole blood samples. Furthermore, unlike actual clinical
equipment for blood analysis, whole blood samples are not destroyed in the measurement
process.
Considering this device as a first approach algorithm for anemia detection, the development
of a more complex algorithm and a more accurate clinical assay with higher testing population
will lead to more accurate results to assess the device performance. In addition, as the system
is based on straightforward standards on instrumentation electronics and sensing, it represents
an economic, portable, safe, and reliable system of anemia detection with a high degree of
integration for the clinical environment.
However, further development must be considered for future stages: real-time platform sbRIO
9632 (National Instruments, Austin, TX, USA) has been used for fast prototyping purposes
and versatility, but it has a major drawback in terms of power consumption, size, and price. It
must be replaced by a low-cost solution for instrumentation control, data acquisition, and post-
processing. The future system improvements must push toward the development of a truly
autonomous, portable, and versatile device relying on the IA analysis technique.
Figure 17. Whole blood HCT measurement from the detection device compared with HCT measurements obtained
with a CBC performed by a hematology analyzer. Error bars represent the standard deviations across five repetitions.
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4. Development of a truly autonomous low-cost point-of-care anemia
detection device
4.1. System improvement
In this section, we will develop a truly autonomous PoC anemia detection device, based on
the previous approach depicted in Section 3, as a more compact, economic, and portable PoC
solution. Once the electronics and sensing system have been calibrated, the electronics
involved in the data processing for a full spectrum analysis (DLIA based on FRA), such as a
microprocessor, a serial peripheral interface−controlled oscillator, and a specific ADC, are no
longer needed. Furthermore, a real-time platform was used which was increasing device
power consumption, price and size, a major drawback when aiming for specific low-cost PoC
device. The final system must be composed of an economic and reusable electronic device,
with the previously reported plug-and-play disposable commercial sensor, based on three
screen-printed electrodes for a 50 µL sample.
The main advantages of the proposed device are the facility of use, compactness and small
size, and low-cost accessibility. These characteristics are valuable for both patients at risk of
anemia and patients with chronic anemia.
Recently, other PoC anemia devices have been introduced, such as color-based diagnostic test
for self-screening/self-monitoring of anemia presented by Tybursky et al. [51], which repre‐
sents one of the more advanced PoC diagnostic test for self-screening/self-monitoring of
anemia. This device measures hemoglobin levels, which are visually interpreted by the user
using a color scale, and presents a very similar anemia detection performance compared with
the device relying on IA measurements. However, there are several drawbacks to be consid‐
ered; first of all, the readout stage, based on a color scale, relies on the visual interpretation of
the user, which could introduce errors on the data interpretation, and reduces considerably
the system resolution. Moreover, the principle of operation is based on biochemical reactions,
where the blood comes into contact with a reagent solution initiating a redox reaction, which
is a slow and destructive procedure.
4.2. System description
The principle of operation of the new device is the same biophysical principle of cellular IS
described in Section 3. So, a full custom electronic circuit was specifically designed to carry
out the impedance measurements, using a disposable three-electrode C223AT sensor (Drop‐
sens, Llaneras, Spain), and considering the specifications of the previous study. The architec‐
ture of the device is divided in three parts: an oscillator that provides the AC voltage signal
(VCELL), a sensor driving instrumentation, and an RMS-to-DC converter (Figure 18).
The oscillator is based on a Wien bridge that provides a stable output amplitude signal with
low distortion. The operational amplifier (OSC in Figure 18A) called AD8066 from Analog
Devices (Norwood, MA, USA) is a low-cost, high-speed JFET amplifier, with low leakage
current and distortion, in order to provide a stable AC voltage signal with low offset. The
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oscillator has been configured to provide a 33 kHz voltage signal, a well-suited frequency for
HCT detection using the C223AT sensor. The AD8066 commercial integrated circuit provides
two isolated amplifiers, so the second amplifier has been used as a follower (AB in Figure
18A) due to its high-speed and low-distortion specifications, as an isolator of the oscillator
from the instrumentation.
The main electronics involved in the sensor driving is a potentiostat with a transimpedance
amplifier current readout stage topology [16]. It is composed of an operational amplifier to
bias the sensor and an operational amplifier in transimpedance configuration as a current
readout. The operational amplifier in the potentiostat (OA, AT in Figure 18A) is the AD8066
from Analog Devices (Norwood, MA, USA), which is perfectly designed for singly driving the
electrodes and track the voltage-biasing signal (VIN) to the electrodes. The JFET high input
impedance avoids RE electrode voltage distortion, and the high bandwidth and slew-rate
provides stability to the system. The transimpedance amplifier converts the current through
the electrodes into a voltage signal (VOUT) by means of a sensing resistor (RSENSE in Figure
18A). The AD8066 have a JFET input to attenuate the current losses through the input
impedance, the main drawback of this configuration [16]:
Figure 18. A: Custom electronic instrumentation. B: Commercial C223AT disposable sensor with a 50 µL whole blood
drop. C: Device prototype electronics and different suitable and functional user readout interfaces. D: Actual user-
friendly front-end user interface develop with Labview.
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The RMS-to-DC converter is the AD8436 from Analog Devices (Norwood, MA, USA) that
provides a DC equivalent (VRMS) of the transimpedance amplifier AC signal (VOUT). It is a low
power consumption device with a ZFET input buffer for electronic isolation from the instru‐
mentation stage. Considering the biasing voltage (VIN) and the sensing resistor (RSENSE) stable
and well known, the variations of DC voltage VOUT are only related to the variations of ZCELL.
The device output voltage (VRMS) is inverse compared to the HCT values on the blood sample,
so as the HCT increases, VRMS decreases.
A software interface on an external computer, connected by means of a NI USB-6361 data
acquisition (National Instruments, Dallas, TX, USA), controls an electric switch to enable the
power supply providing the measurement, and presents the resultant data on a user-friendly
user interface (Figure 18D).
However, one of the main advantages of the presented device is the readout stage versatility
which is capable of addressing different applications (Figure 18C), such as an integrated LCD
display for an untrained user self-screening, a remote computer connected by a standardized
protocol (USB, ethernet, Bluetooth, etc.) for telemedicine applications. In addition, the presence
of an electrical signal directly correlated to HCT, and the high level of integration, allows the
device implementation as a controller of other clinical actuators in different environments and
situations, increasing functionalities of other devices and applications.
The overall low-cost and low power consumption system composed of optimized straight‐
forward standards for instrumentation electronics results in a reusable, robust, and low power
consumption device (<300 mWh), making it completely mobile with a long battery life time.
4.3. Low-cost PoC anemia detection device validation
4.3.1. Blood samples
Twenty four whole blood samples were obtained in 4 mL tubes containing EDTA (7.2 mg; BD
Vacutainer, Franklin Lakes, NJ, USA), from four random hospitalized patients in Hospital
Clinic. The whole blood samples were centrifuged (Jouan CR412 from DJB Labcare, Newport
Pagnell, UK) at 2200 rpm for 15 minutes to separate blood plasma from RBCs. To obtain 24
blood samples, RBCs were diluted in different volumes of blood plasma using an automatic
pipette Labopette Manual 10–100 µL (Hirschmann Laborgeräte, Louisville, KY, USA). Blood
plasma was used as a reference value. We performed a CBC of the 24 blood samples with an
Biosensors - Micro and Nanoscale Applications312
ABX Micros 60 hematology analyzer (Horiba, Kyoto, Japan) which reported the hemoglobin
and HCT results as g/dL and percentage (%), respectively.
4.3.2. PoC device validation
To validate the PoC device for instantaneous detection of anemia, we analyzed 24 consecutive
blood samples from patients hospitalized at Hospital Clínic in Barcelona. We tested all samples
with the prototype within 2 hours of blood collection and CBC. Every whole blood sample
was tested five times consecutively using fresh sensors and fresh sub-samples. Figure 19
depicts the output DC voltage (VRMS) of the device and compares it with the different whole
blood samples HCT.
( )RMSV mV HCTa b= +
Figure 19. Measured output DC voltage (VRMS (mV)) mean value (n = 5) as a function of blood samples HCT (HCT (%)).
The proposed anemia detector device presented a correlation coefficient of −0.96, an accuracy
error of 2.83% HCT, and a coefficient of determination of 92.72%. The mean coefficient of
variation is 2.57% without any particular case above 5%. This result represents a great
performance and accuracy, according to the acceptable standards in quality control procedures
in clinical hematology [50]. The device presents reliable, sensitive, and robust anemia detection
compared with other commercial PoC devices, such as AnemiaCheck from Express Diagnos‐
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tics (Blue Earth, MN, USA), STAT-Site from Stanbio Laboratory (Boerne, TX, USA), or
HemoPoint H2 from Alere (Waltham, MA, USA).
5. Conclusions
The PoC device outputs instantaneous reliable results based on electric voltage data directly
correlated to HCT. The system has further versatility in terms of applications, compared with
other commercial devices, due to the stable DC voltage output. It is an interesting tool as a PoC
HCT detector for non-skilled users, a monitoring device for telemedicine patient monitoring,
and can be used as a controller of other clinical actuators on more complex lab-on-a-chip
devices. Furthermore, one of the most important features of an impedance-based device is that,
unlike actual clinical equipment for blood analysis, RBCs are not destroyed in the measure‐
ment process, mitigating the adverse effects for patients and samples. Actual commercial
devices for PoC anemia detection, based on microfluidic manipulator devices, such as
AnemiaCheck from Express Diagnostics (Blue Earth, MN, USA), STAT-Site from Stanbio
Laboratory (Boerne, TX, USA), or HemoPoint H2 from Alere (Waltham, MA, USA), rely on
slower hemoglobin measurement for a subsequent HCT indirect calculation, with results open
to ambiguous readout stages optically interpreted, and decrease functionalities and versatility,
with a similar detection performance compared to the proposed PoC device (Table 3).
In summary, this chapter describes the design, development, and test of a PoC anemia
detection device with low-cost disposable sensors and specific electronics, highlighting the
different advantages and drawbacks of PoC electronic devices for biomedical applications.
Device Test Time (sec.) Range (HCT (%)and Hb (g/dL))
Standard Deviation
(%)
Coefficient Variation
(%)
Presented device. Instantaneous HCT: 0%–100% 2.83% 2.57%
STAT-Site (Stanbio
Laboratory, Boerne,
Texas).
900 HCT: 12%–42% 0.74% 4.10%
HemoPoint H2 System
(Alere, Waltham,
Massachusetts).
120 Hb: 5.6 g/dL–20.6 g/dL NA 4.20%
Anemia Check
(Express Diagnostics,
Blue Earth, Minnesota).
60 Hb: 0 g/dL–25.6 g/dLHCT: 36%–54% NA 1.5%
Tybursky et al. [52] 60 Hb: < 9 g/dL–"/> 12g/dL NA NA
Table 3. Comparison of Point-of-care devices for HCT and Hb detection.
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